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Temperature-Induced Instabilities in Macro-Bend
Fiber Based Wavelength Measurement Systems
Ginu Rajan, Yuliya Semenova, Pengfei Wang, and Gerald Farrell
Abstract—An investigation of temperature-induced instabilities
in a wavelength measurement system based on macro-bend fiber
filter used in the ratiometric scheme are presented. Two wavelength
measurement systems based on macro-bend fiber, a standard low
bend loss single-mode fiber filter based system and a high bend
loss fiber filter based system are considered. In the case of a low
bend loss fiber filter based system, the oscillatory variation in the
ratio response with temperature and the difference in the temper-
ature-induced ratio variation at different wavelengths makes the
temperature corrected calibration of the system unfeasible, which
is essential for precise wavelength measurements. The high bend
loss fiber filter based system is more sensitive to temperature than
the low bend loss fiber filter based system, but critically for the high
bend loss fiber filter based system the ratio has a linear variation
with temperature, which can be corrected by a suitable tempera-
ture calibration process. Comprehensive studies on the tempera-
ture dependence of both the macro-bend fiber filter system and its
effect on wavelength measurements are presented in this paper.
Index Terms—Macro-bend fiber filters, temperature depen-
dence, wavelength measurements.
I. INTRODUCTION
A MACRO-BEND fiber edge filter based ratiometricwavelength measurement system offers high-speed
wavelength measurement with high resolution and the ad-
vantage of low fabrication complexity [1]. This low-cost
wavelength measurement system is attractive for use as an
interrogation system for an array of FBG’s due to its wide
wavelength range [2]. However the accuracy of the system
over a wide wavelength range is a concern. One of the main
factors introducing inaccuracies to the measured wavelength
is ambient temperature variation. It has been proved earlier
that temperature has a significant influence on the bend loss
of macro-bend fibers [3]–[6] and therefore on the ratio of the
system and the measured wavelength. Commonly a ratiometric
system is calibrated and the ratio response is obtained at a
fixed temperature. However a subsequent change in ambient
temperature for the system can alter the ratio response and can
lead to inaccurate wavelength measurements.
In macro-bend fiber edge filters, an absorption layer is applied
to the buffer coating to absorb the whispering gallery modes
(WGM), which are inherent in bent single-mode fibers. Macro-
bend fiber edge filters can be made from standard single-mode
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fiber (such as SMF28) [1] and a high bend loss fiber (such as
1060XP) [7]. For fiber filters based on a single-mode fiber such
as SMF28, which has a dual coating layer, even with the ab-
sorption layer a low level of residual internal reflection exists at
the cladding-primary coating boundary, which leads to temper-
ature-induced variations in the bend loss. For fiber filters based
on bend sensitive fibers like 1060XP, the absorption layer is
applied directly to the cladding providing a linear variation in
ratio with temperature. In this paper a detailed investigation of
the temperature dependence of a ratiometric system based on
both an SMF28 fiber filter and 1060XP fiber filter and its ef-
fect on wavelength measurements are presented. In Section II
the background to the temperature dependence of macro-bend
single-mode fibers is presented. An experimental setup to mea-
sure the temperature-induced ratio and wavelength variation is
described in Section III. Results, discussion and a comparison of
temperature-induced wavelength variation for both fiber types
are presented in Section IV.
II. BACKGROUND
When a single-mode fiber forms a macro-bend, WGMs may
be created, propagating in the cladding or buffer. These WGMs
can interfere with the guided core mode to produce interfer-
ence induced oscillations in the bend loss spectral response [5].
The dominant source of WGMs occurs at the buffer-air interface
and also at the cladding-buffer interface. The formation of such
whispering gallery modes effectively creates an interferometer
within the fiber, with the core and buffer/cladding as the two
arms. To utilize a macro-bend fiber as an edge filter, an absorp-
tion layer is applied to the buffer coating to eliminate these WG
modes, which makes the bend loss spectral response smoother
and ideally achieves a linear response versus wavelength [8].
The temperature sensitivity of such a fiber filter arises mainly
from the characteristic properties of the buffer coating such as
the thermo-optic coefficient (TOC) and thermal expansion coef-
ficient (TEC). The TOC and TEC of the buffer coating, such as
acrylates, are much higher than those of fused silica of the core
and the cladding of the fiber.
Macro-bend fiber edge filters can be based on low bend
loss fiber such as SMF28 fiber, or high bend loss fiber such as
1060XP. The most common single-mode fiber, SMF28 fiber,
has two buffer coating layers [8], [9]. Due to the coating layers,
even with the absorption layer a low level of reflection from the
cladding-primary coating boundary will still exist and interfere
with the core mode. As a result of this when there is a change in
temperature which changes the refractive index and thickness
of the buffer coating, the path length variation of the WG modes
and phase difference between the WG mode and core mode
0733-8724/$25.00 © 2009 IEEE
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TABLE I
PARAMETERS OF STANDARD SMF28 FIBER AND 1060XP FIBER AT 1550 nm
leads to constructive and destructive interference between the
WG mode and the core mode and leads to oscillatory variations
in the spectral response of the bend loss. A macro-bend fiber
filter without a buffer coating together with an absorption layer
can eliminate the temperature-induced periodic variations in
the bend loss. The fiber filter based on SMF28 fiber requires
multiple bend turns with small bend radii to achieve a better
slope and high wavelength resolution. The removal of buffer
coating over a metre or more of fiber is beyond practical
limits as the fiber breaks if it is wrapped for more than one
turn at small bend radii without a buffer. However a fiber
such as 1060XP is highly sensitive to bend effects due to its
low normalized frequency ( ). The parameter for 1060XP
fiber is 1.5035 while for SMF28 fiber it is 2.1611. Since the
normalized frequency of the 1060XP is smaller, power will
be less confined in the core and will be more susceptible to
bending loss and furthermore the optical energy lost from the
core due to bending will be higher when compared to SMF28.
Therefore an edge filter based on bend sensitive fibers such as
1060XP requires only one bend turn and hence the buffer can
be stripped easily and an absorption layer applied to directly
to the cladding. This configuration eliminates the different
TOCs and TECs of the buffer, cladding and the core. Together
with an absorption layer for the cladding which absorbs the
radiated modes, prevents any possibility of a re-coupling with
the core mode and the reflections caused at the interfaces.
Since the cladding and core are made of silica material and
have a positive thermo-optic coefficient, the thermally induced
effective change in refractive index of the core and cladding is
linear in nature, resulting in a linear variation of bend loss with
temperature. Since the temperature-dependent loss is propor-
tional to the bend loss in the fiber filter, 1060XP fiber shows
higher temperature-induced loss, when compared to its SMF28
counterpart, both with a single turn. The removal of the buffer
coating and the application of an appropriate absorption layer
Fig. 1. Cross section view of the bend fiber in the two cases (a) with buffer
and absorption layer (SMF28) and (b) without buffer and with absorption layer
(1060XP).
also results in a monotonic increase in bend loss with bending
radius and wavelength which is approximately equivalent to
a core—infinite cladding structure [10]. For a system with
this configuration temperature corrected calibration is feasible.
Temperature corrected calibration means that temperature of
the fiber filter is continually measured and therefore the mea-
surement system can apply correction factors to the calibration
in use. This allows the system to be used over a wide range of
ambient temperatures.
Most of the edge filter based wavelength measurement sys-
tems employ a ratiometric power measurement scheme [11],
[12]. A ratiometric scheme has the advantage that the system is
independent of source power variations, resulting in improved
system stability and accuracy. The input signal from the source
splits into two equal signals, one goes to the fiber filter and the
other one is the reference signal as shown in Fig. 2. The system
effectively operates as a discriminator, where the ratio of the
power levels reaching the photo detectors is wavelength depen-
dent. The wavelength of the input signal can be determined, as-
suming a suitable calibration has taken place, using the ratio of
the electrical outputs of the two photo detectors.
III. EXPERIMENT
Macro-bend fiber based wavelength measurement systems
were built utilizing a ratiometric scheme. The following fiber
filters were fabricated 1) using SMF28 fiber with the buffer re-
tained with an absorption coating and with multiple bend turns,
2) using a single bend turn SMF28 fiber filter without a buffer
and with an absorption layer, and 3) using a single bend turn
1060XP fiber filter without buffer and with an absorption layer.
The absorption layer coating material used was a black Indian
ink which is considered as a good optical absorber [13]. The
input source used was a tunable laser source with a wavelength
range from 1500 nm to 1600 nm. The power stability of the laser
source was dB for 0 dBm output power. The wavelength
resolution and accuracy of the laser was 10 pm and pm re-
spectively at a constant temperature after 1 hour of warm-up. A
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Fig. 2. Experimental arrangement to study the effect of temperature on wave-
length measurement.
commercially available fused 3 dB coupler is used to split the
input signal into two, in which one goes to the macro-bend fiber
filter and the other serves as the reference signal. High sensi-
tivity photodiodes are used at the receiver end to allow measure-
ment of the power ratio and thus yield the wavelength informa-
tion. Fig. 2 shows the schematic of the experimental setup used
to study the influence of temperature on the wavelength mea-
surements.
In the case of the SMF28 fiber filter, the fiber was wrapped
over around a mandrel of fixed radius which is fixed to the metal
plate base. The metal plate base was connected to the Peltier
cooler, which was driven by a temperature controller and with
the temperature of the fiber filter accurately monitored. The
bend radius of the SMF28 fiber filter was fixed at 10.5 mm
[1]. The discrimination range of the system can be varied by
changing the number of bend turns. For the SMF28 fiber, three
filters were tested with 5, 10, and 15 bend turns.
For the 1060XP fiber filter since it requires only one bend
turn, the fiber filter is directly fixed to the metal plate, instead
of being wrapped around a mandrel. The bend radius of the
1060XP fiber filter was fixed at 11 mm. The calibration ratio
responses of both the systems were obtained at 20 C. The vari-
ation in ratio from the calibrated response and the corresponding
wavelength variation were measured for a temperature range of
0 C to 60 C with an interval of 2 C. As the temperature con-
troller requires time to settle down, and also for allowing a uni-
form distribution of the temperature within the fiber filter, the
individual measurements were taken at 5 minute time intervals.
The results are discussed in the next section.
IV. RESULTS AND DISCUSSION
A. SMF28 Fiber Filter Based System
The ratio response measured for the system based on SMF28
fiber with an absorption layer for all three filters with 5, 10, and
15 bend turns and with bend radius 10.5 mm is shown in Fig. 3.
The fiber filter with 15 turns provides a useful discrimination
slope while also covering a wavelength range 90 nm between
1500 nm to 1600 nm with an average slope of 0.22 dB/nm. Fur-
ther increases in the number of bend turns affects the linearity of
Fig. 3. Ratio response of the system with SMF28 fiber filter with different
number of bend turns.
the ratio response at higher wavelengths and reduces the mea-
surable wavelength range due to the limited SNR of the source
[14]. Filters with 5 and 10 turns give a 100 nm wavelength range
with an average slope of 0.075 dB/nm and 0.14 dB/nm, respec-
tively.
To investigate the influence of temperature variation on the
ratio response we measured the change in ratio of the system
from the calibrated response (obtained at 20 C) for all the fil-
ters at 1550 nm for the temperature range from 0 C to 60 C.
The results are presented in Fig. 4(a). From the figure it is clear
that the absorption layer did not eliminate the WG modes com-
pletely and the remaining WG modes produce reflections at the
cladding-primary coating boundary. This results in an oscilla-
tory nature for the variation in bend loss and the same for the
ratio of the system. The total bend length is high for a larger
number of bend turns resulting in stronger WGM effects and
hence higher amplitude oscillations in the ratio of system. This
variation in ratio from the calibrated response will induce wave-
length inaccuracy. The temperature-induced wavelength varia-
tion measured at 1550 nm is shown in Fig. 4(b). From the figure
we can see that the wavelength variations for the systems with
all three filters are similar. This is due to the difference in slope
of each filter, i.e., for the same ratio variation in the case of a
system with a filter of 5 turns there is a large wavelength vari-
ation, while for a system with a filter of 15 turns, which has a
higher slope, there is a smaller wavelength variation. Thus even
though the temperature-induced ratio variation is higher for sys-
tems with a larger number of turns, due to the difference in ratio
slope of the system, all systems will produce similar wavelength
measurement variations. As a result, a reduction in the number
of turns for the filter will not eliminate the temperature-induced
wavelength error even though it reduces the amplitude of tem-
perature-induced ratio oscillations.
It is known that the relative phase of the WG mode and the
core mode is also dependent on the wavelength of the light used
[4]. To understand the complexity in the temperature calibra-
tion procedure, temperature-induced ratio variation is measured
at different wavelengths. The measured ratio variation of the
system with a fiber filter with 15 bend turns at wavelengths 1530
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Fig. 4. Temperature-induced variation at 1550 for SMF28 fiber filter based
system with 15 bend turns and 10.5 mm radius. (a) Variation in ratio. (b) Varia-
tion in wavelength.
nm and 1550 nm is shown in Fig. 5. At lower wavelengths since
the bend loss is low, the temperature-dependent bend loss and
ratio will also be smaller. It is clear from the figure that for the
same filter the temperature-induced oscillations are different at
different wavelengths. Thus in the case of systems based on the
SMF28 fiber filter with a fiber buffer and absorption layer, a cor-
rection in the calibrated ratio response to compensate the tem-
perature-induced ratio and wavelength variation is too complex
to be feasible.
A correction of the calibration of the ratio of the system to
take account of the temperature change is possible only when
there is linear change in ratio with temperature for a fixed bend
radius and number of turns. To achieve this, the filter has to be
buffer stripped and coated with an absorption layer. Since the
standard SMF28 fiber requires multiple turns to achieve a large
discrimination range, winding the fiber without buffer is a com-
plex task. To illustrate this, the ratio response of a single turn
fiber filter with SMF28 fiber, without buffer and with an absorp-
tion layer is measured and is shown in Fig. 6(a) while the ratio
variation at 1550 nm when temperature changes from 0 C to
Fig. 5. Temperature-induced ratio variation at different wavelengths.
60 C is shown in Fig. 6(b). From the figure it is clear that the
oscillatory behavior is eliminated by removing the buffer, which
allows a correction to the calibrated ratio response for a tem-
perature-induced variation, but a filter with such a small slope
(0.016 dB/nm) is not suitable for wavelength measurements as
it would severely limit the measurement resolution.
B. 1060XP Fiber Filter Based System
The use of a high bend loss fiber (such as 1060XP) elimi-
nates the requirement of multiple bend turns to achieve larger
discrimination ranges. For the 1060XP fiber, a bend radius of 11
mm with one bend turn gives a slope approximately equal to 10
turns of SMF28 fiber. Since it requires only one bend turn, the
removal of the buffer coating is possible in the case of 1060XP
fiber. The ratio response of the system at 20 C with a bend ra-
dius of 11 mm and one bend turn, with an applied absorption
layer to absorb the WG modes, is shown in Fig. 7 which covers
the wavelength range from 1500 nm to 1600 nm with an average
slope of 0.122 dB/nm.
From the experiments conducted with SMF28 fiber filter, it
was clear that removing the buffer and applying an absorption
layer gives a monotonic variation in the ratio with temperature
at a fixed wavelength and bend radius. The temperature-induced
ratio variation for the 1060XP fiber filter system is shown in
Fig. 8(a) when the temperature changes from 0 C to 60 C for
a range of wavelengths from 1500 nm to 1600 nm at 10 nm inter-
vals. The 1060XP fiber filter without a buffer provides a linear
change in the ratio with temperature. The result shows that even
though the ratio variation of the system is linear for the 1060XP
fiber filter, the filter is highly temperature dependent. The differ-
ence between the measured wavelengths and actual wavelengths
for 1500 nm, 1530 nm, 1550 nm, and 1570 nm due to temper-
ature variation is shown in Fig. 8(b). From the figure, it is clear
that at higher wavelengths the temperature-dependent ratio and
wavelength error is higher than for lower wavelengths. This re-
sults in larger inaccuracies at higher wavelength regions than in
lower wavelength regions for a same temperature variation.
However, regardless of the high-temperature dependency of
the 1060XP fiber filter, the linear variation in the ratio means
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Fig. 6. (a) Ratio response of the system with one turn of SMF28 fiber filter
without buffer and with absorption layer. (b) Ratio variation at 1550 nm when
temperature varies from 0 C to 60 C.
Fig. 7. Ratio response of the 1060XP fiber filter with radius 11 mm and one
bend turn.
it is feasible to apply calibration correction factors to minimize
the temperature-induced errors. Fig. 9 shows the required cor-
rection for the calibrated response at different temperatures. The
Fig. 8. Temperature-induced variation of the system based on 1060XP fiber
filter. (a) Variation in ratio. (b) Variation in different wavelengths.
required correction for the ratio response is calculated for dif-
ferent temperatures with an interval of 5 C in the range from
0 C to 60 C. By monitoring the temperature of the filter itself
and by applying an appropriate correction to the calibration re-
sponse, precise wavelength measurements can be obtained with
a system based on 1060XP fiber filter, even with significant am-
bient temperature changes.
C. Comparison Between SMF28 Fiber Filter and 1060XP
Fiber Filter Based System
A comparison of the wavelength measurement system based
on SMF28 fiber filter with a buffer and an absorption layer and
the 1060XP fiber filter without a buffer and with an absorption
layer is shown in Table II for a wavelength of 1550 nm. From the
table it can be seen that the wavelength error is less for system
with SMF28 fiber filter. The maximum measured wavelength
variation from the wavelength 1550 nm for the system with an
SMF28 fiber filter with 15 turns was nm at 18 C as the
temperature decreases towards 0 C and nm at 50 C as
the temperature increases towards 60 C. For the system with
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TABLE II
COMPARISON OF THE TEMPERATURE DEPENDENCY OF THE WAVELENGTH MEASUREMENT SYSTEM
WITH SMF28 FIBER FILTER AND 1060XP FIBER FILTER AT 1550 nm
Fig. 9. Required correction for the calibrated ratio response at different tem-
peratures.
1060XP fiber filter the wavelength variation was nm as
the temperature approaches 0 C and nm as the tem-
perature increases towards 60 C. While it is apparent that the
SMF28 fiber filter based system is less temperature sensitive,
nevertheless the oscillatory nature of bend loss and ratio of the
system makes correction of the calibrated response unfeasible.
For the SMF28 based filter the only option is to use active tem-
perature stabilization of the filter temperature. Whereas for a
1060XP based filter temperature compensation requires a sensor
and compact electronics only, temperature stabilization will ad-
ditionally demand a Peltier cooler, two heat sinks, a complex
feedback control system and, depending on the ambient temper-
ature variation to be dealt with, will involve significantly higher
power consumption by the system. The temperature stabiliza-
tion approach will thus require more physical space, as well as
higher complexity and cost than the temperature compensation
approach. The 1060XP fiber filter has a higher temperature de-
pendence than the SMF28 fiber filter, but due to the linear nature
of the ratio variation with temperature, the temperature-induced
error can be compensated for by adding correction factors to
the calibration ratio response. The wavelength accuracy can be
improved by obtaining the correction in the ratio response with
smaller temperature intervals or extrapolating the correction re-
sponse between the required temperature intervals. Thus irre-
spective of temperature dependence of the 1060XP fiber filter it
can be operated over a wide temperature range, if the correction
in ratio response is added to the original ratio response and pre-
cise wavelength measurements can be obtained.
V. CONCLUSION
The effect of temperature on a wavelength measurement
system based on macro-bend fiber filter is presented. From
the results it is shown that for a fiber filter, without a buffer,
and with an absorption layer, the oscillatory behavior of the
ratio variation with temperature, which results from the in-
terference between the WG modes and the core mode can be
eliminated. For an SMF28 fiber filter, which has a dual coating
layer, the ratio and wavelength variation is oscillatory in nature
and different for different wavelengths and this makes the
temperature corrected calibration approach too complex to be
feasible. For an SMF28 based system temperature stabilization
is the only option, with a consequent increase in overall system
complexity and cost given the need for an active Peltier cooler
temperature control system. For a 1060XP fiber filter without
a buffer and with an absorption layer the system produces a
linear ratio variation. While the SMF28 fiber filter based system
is less sensitive to temperature than the 1060XP fiber filter
based system, nevertheless the linear nature of the temperature
dependence of 1060XP fiber filter means that it is feasible to
correct for changes in ambient temperature by monitoring the
filter temperature and correcting the calibration response. Thus
a 1060XP filter based system can be operated over a wide
ambient temperature range for precise wavelength measure-
ment. For a system based in SMF28 filter active temperature
stabilization of the filter will be required to achieve the same
result.
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